
- KUSTOM SIGNALS, INC. 
A PUBLIC SAFETY EQUIPMENT COMPANY 

Pro Laser 4 (EU) 
Safety Test Sheet 

Lidar Serial No. LF03297 

Date 3/12/2020 

Detector Calibration Check 

Model No. Ohpir Nova 

Serial No. 22170 

The instruments(s) used to certify the accuracy of the above device has been calibrated within the previous year 
and is traceable to the National lnstitute of Standards and Technology. 

Laser Output 
Pass (7mm aperture) 9.25 uWatts Max Limit 15.0 uWatts ..!.. 

Laser Output 
Pass (Total) 119.2 uWatts Max Limit 120 uWatts ..!.. 

Pass PRF 200 Hz Spec. 200 Hz ..!.. 

Pass Pulse Width 18.90 NS 
Spec. >10 NS and <30 NS ..!.. 
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